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Reviewer’s comment

Author’s comment (if agreed with reviewer,
correct the manuscript and highlight that part in
the manuscript. It is mandatory that authors
should write his/her feedback here)

Compulsory REVISION comments

1- Please justify the very short retention time of the
internal standard

2- Please specify the total run time

3- Linearity is not done for the internal standard it
rather should be kept constant throughout the
experiment ; please explain

4- Please explain the way you do the accuracy test
cant you do it directly on the prepared samples of
known concentration without spiking? why are you
adopting a method close to standard addition while
you should not have a matrix effect

Minor REVISION comments

1- Use of Capital letters should be monitored

2- The grammar should be revised

3- Figure 3 (80:20) should be replaced by a better figure
4- Similarly for figure 4 in case of PH 3.5 and 4.5
Generally provide figure showing the complete peak of
cefdinir

5- material, reagents and equipments should come first
before chromatographic separation and optimization

6- Indicate the unit of concentration of calibration curve

Optional /General comments

Please refer to the PDF for additional comments and

correctiona
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