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Abstract 6 

 7 

Background: The pre-analytical errors occur commonly due to the presence of  interfering substances 8 

like hemoglobin, bilirubin, lipids and paraproteins. Analyzer has the capability to detect them and 9 

produce semi quantitative unit less index values , collectively known as serum indices.  Interference 10 

with bilirubin is estimated as icteric index. Aim of the study is to assess the icteric index of serum 11 

samples and to find the correlation with total bilirubin levels. Objective is also to find out whether 12 

icteric index can be used as a initial biomarker to decide when total bilirubin estimation is essential. 13 

Methodology: The study was conducted in the  Biochemistry Department of  Karwar Institute of 14 

Medical Sciences, Karwar. Icteric index was measured in  779   patients’  blood samples  in the year 15 

2015  using XL-640,Transasia analyzer  at  480 nm (primary wavelength) and  505 nm (secondary 16 

wavelength). Total bilirubin was also estimated for these blood samples. Receiver operating 17 

characteristic curve (ROC) analysis was carried out to determine area under the curve(AUC). 18 

Results:   Area under the curve for  ROC was 0.814. Sensitivity of the test was 92.4%  and specificity 19 

was more than 93.2% . Positive predictive value of icteric index is 96.1% and negative predictive 20 

value is 82.2%.  LR+ is 13.6 and LR- is 0.08.The cut off value of icteric index above which bilirubin 21 

levels are considered abnormal (> 1mg/dl) was 58. 22 

Conclusion: The icteric index is a cost effective test and can be safely utilized by laboratories  as a 23 

screening tool for hyperbilirubinemias. 24 
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 26 

Introduction 27 

 28 

 29 

Major endogenous compounds that  interfere with most laboratory results are hemoglobin, bilirubin, 30 

lipids, and paraproteins [1–3]. Assay interference by endogenous or exogenous substances has to be 31 

assessed to minimize analytical errors. These substances can influence patients investigation reports 32 

and are dangerous [1,4,5 ]. These interfering substances are potential sources of biological and 33 

analytical biases. This ultimately compromises the reliability of  testing. It  makes the systematic 34 
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identification of unsuitable specimens virtually unavoidable for preventing  unreliable or misleading 35 

test results. Recognition of interfering substance  by a specific color or turbidity of the specimen is  36 

unreliable. It is very difficult to predict the effect of these components on report because each sample 37 

has to be visualized immediately after centrifugation. So automated determination  of  potential 38 

interference of hemolysis, hyper bilirubinemia and turbidity came in to picture. Serum indices (SI) is a 39 

specific  tool which makes laboratory personnels  aware of interferences, helps to increase the quality 40 

of the sample, minimize aberrant test results. 41 

Elevated concentrations of  bilirubin is an important source of endogenous interference. Such an 42 

elevation  can be found in various clinical  conditions including acute and chronic liver disease, 43 

biliary cirrhosis, alcoholism or as a physiological response to many drugs. Using serum bilirubin as 44 

screening test for liver disease is not cost effective [6].  Despite this fact , total bilirubin is over 45 

requested [7].This test should be restricted to high risk patients [8].Icteric index is the quantification 46 

of interference by bilirubin. It is measured in autoanalyzer without any reagent cost [9]. 47 

 48 

Aim of the study is to assess the icteric index of serum samples and to find the correlation with total 49 

bilirubin levels. Main objective is to find out whether icteric index can be used as a preliminary 50 

biomarker to decide when total bilirubin estimation is essential. 51 

 52 

Methodology 53 

The study was conducted in the Department of Biochemistry, Karwar Institute of Medical Sciences. A 54 

total of 779  patient samples were collected in the year 2015 , out of which 370  males and  409 55 

female patients. Institutional ethics committee permission was obtained to conduct the study. Blood 56 

samples were collected in the clinical laboratory in EDTA bottles, vacutainers or sometimes in 57 

syringes. Frequently samples were giving erroneous results due to icteric interference.  The extent of   58 

interference used to be done  by visual assessment in our laboratory , which was not accurate. Visual 59 

detection is subjective and is unreliable since it may over- or under-estimate the actual amount of  60 

substance  in the specimen. Therefore an  automated serum index detection by photometric method   61 

has been implemented.  Transasia XL -640, automated clinical chemistry analyzer in our laboratory 62 

was used to measure  the degree of  icterus. 63 

Working Principle : 64 

The assay is based on measurements of absorbance values, of diluted samples at different specific 65 

bichromatic wavelength pairs. It  provides  a semi-quantitative representation of levels of  bilirubin in  66 

serum or plasma specimens. The XL-640 analyzer takes an aliquot of  specimen under testing and 67 

dilutes it with saline (0.9% sodium chloride) to measure the absorbances  for  icteric index at  480 nm 68 

(primary wavelength) and  505 nm (secondary wavelength). From these absorbance readings  the 69 

instrument calculates the serum index value for interference by bilirubin. 70 
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Total bilirubin was estimated for the above mentioned blood samples. 71 

 72 

Statistical analysis was done by drawing ROC curve. 73 

 74 

Results 75 

 76 

Receiver operating characteristic (ROC) was constructed.The correlation coefficient (R2) is calculated 77 

to find the correlation between total bilirubin and  icteric index which is 0.574. Sensitivity of the test 78 

was  92.4  percent and specificity was more than 93.2  percent. Positive predictive value of icteric 79 

index is 96.1% and negative predictive value is 82.2%.  The cut off value of icteric index above which 80 

bilirubin levels are considered abnormal (> 1mg/dl) was 58. The details of calculation is as follows; 81 

 82 

Table 1: Showing distribution of patients with  respect to disease and diagnostic test 83 

 Jaundice  Present 
 

Jaundice Absent 

Icteric index +ve 
 

True positive(TP) 
N=463 

False positive (FP) 
N=19 

Icteric index –ve 
 

False negative(FN) 
N=38 

True negative(TN) 
N=259 

 84 

Sensitivity,specificity,positive predictive value(PPV),negative predictive value (NPV), positive and 85 

negative likelihood ratios(LR+ and LR-) are calculated using following formulas;  86 

Sensitivity =       TP/ TP+FN       X 100  87 

Specificity=       TN/ TN+FP       X 100 88 

Positive predictive value  =  TP/ TP +FP      X100 89 

Negative predictive value =      TN/ TN+FN    x100 90 

Positive likelihood rtio(LR+) = sensitivity/1-specificity    91 

Negative likelihood ratio (LR-) = 1-sensitivity/specificity    92 

Accuracy = sensitivity x specificity / 100 93 

False positivity = FP/FP+TN     X100 94 

False negativity = FN / TP+FN   X100 95 

Table 2:Representing calculated  parameters 96 

Parameter 
 

Calculated value 

Sensitivity 92.4% 
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Specificity 93.2% 
 

Positive predictive value   
 

96.1% 

Negative predictive value 
 

82.2% 

Positive likelihood ratio 13.6 
 

Negative likelihood ratio 0.08 
 

Accuracy 
 

86.1% 

False positivity  6.8% 
 

False negativity 
 

7.6% 

 97 

Fig 1: ROC Curve for diagnostic accuracy of icteric index ( y = 0.18Ln(x) + 0.99) 98 

 99 

R2 = 0.5737 100 

Area under curve = 0.814 101 

Discussion 102 

This study shows  that  icteric index is an important semi quantitative test to decide whether to  103 

perform the  measurement of total bilirubin or not. The study shows an acceptable correlation between 104 

the icteric index and total bilirubin results (R2 =0.574). The icteric index is capable to detect patients 105 

with total bilirubin values above the reference range [10]. As ROC curve follows the left hand border 106 

and top border of ROC space, it implies that the test is accurate. A perfect test will have area under 107 
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the curve (AUC) 1.The test is considered excellent if area under the curve lies between 0.90-1.Since  108 

AUC  is 0.814, it implies that our  test has good accuracy (0.80-0.90).   109 

As  sensitivity as well as specificity obtained are more than 92% and 93% respectively, it can be 110 

confidently said  that the test (icteric index) identifies true positives and true negatives with good 111 

accuracy. The accuracy calculated by using the formula was 86.1% which is acceptable for  any 112 

diagnostic test. Our results are in accordance with study by Salinas and colleagues,which show a 113 

higher sensitivity (94%) and specificity (98%) [11].  Application of  icteric index is that it is a 114 

diagnostic tool. The icteric index may be useful as it is a  valid and reliable test, and may give an 115 

important insight into clinical laboratory appropriate ness  in  decision - making clinically. 116 

The ability of the test to predict diseased (jaundiced) is high ( PPV=96.1%) as compared to its ability 117 

to diagnose people without disease (NPV=82.2%).Likelihood ratios calculated express the odds of a 118 

diagnostic test results that would be expected in a patient with disease or without disease. LR+ value 119 

observed suggests that  13.6 times jaundiced patients will have high icteric index values as compared 120 

to normal people. Likelihood ratios above 10 and below 0.1 are considered to provide strong evidence 121 

to rule in and rule out diagnoses respectively.  122 

The interference caused by bilirubin during analysis could be due to spectral interference. The spectral 123 

properties of bilirubin absorbance in the wavelength between 340 and 500 nm. Bilirubinemia induces 124 

high background absorbance which is proportional to the concentration of the bilirubin. Thus, it 125 

mainly interferes in spectrophotometric assays [12]. Another way of interference with analysis is due 126 

to the chemical interference. Bilirubin may interact chemically with test reagents.  Bilirubin reacts 127 

with peroxidase catalyzed reactions, H2O2 generated during the chemical reaction is utilized by 128 

bilirubin, thereby causing spuriously low results of creatinine ,  glucose, cholesterol, triglyceride and 129 

uric acid [13]. Bilirubin also causes underestimation phosphorus levels when measured by a  UV 130 

method for the detection of phosphate [14]. 
131 

We have noted high icteric index values for samples with normal bilirubin. False positive results 132 

(6.8%) observed in our study could be probably caused by interference of other yellow pigments such 133 

as carotene or haemoglobin.  134 

The icteric index has several advantages: it is  simple and can be  measured quickly (0.18 min) as 135 

observed  in our own study(15). It does not have problems involving reagent presentation and their  136 

stability. The reagent cost is zero. Furthermore, if bilirubin test measurement is avoided, more sample 137 

will be available to process the other requested tests in the case of small specimens such as neonates 138 

and childrens’ samples. Therefore, it can become the first marker when a total bilirubin test is 139 

requested in every health care setting. This index can be used as a screening tool to avoid total 140 

bilirubin measurement in a substantial number of cases. This is especially important in a patient 141 

population such as the one reported in our study for which, unfortunately, bilirubin is inappropriately 142 
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requested as a screening test for chronic liver disease, as shown by the fact that 95% of the test values 143 

were in the reference range. 144 

 145 

Conclusion 146 

 147 

The icteric index is a semi quantitative test, as it is not used for decision-making but to detect patients 148 

with total bilirubin values above the reference range, it can be safely utilized by laboratories. It can 149 

reduce the cost that incur to the health care sector due to the inappropriate request of bilirubin test. 150 

However it is not an alternative to bilirubin estimation. 151 
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