Editor’'s Comment:

CHOLESTEROL DETERMINATION

1. At line-9 of the subheading "cholesterol determination”, the names and composition of the
two reagents, mentioned in the sentence "1.0 ml of reagent and 0.01 ml of reagent" should be
mentioned.

2. At line-11, the company and city and company of production of this (spectronic 20)
spectrophotometer should be mentioned.

Author’s feedback:

1. The line 9 has been corrected and highlighted in yellow. It is now “1.0 ml of reagent
and 0.01 ml of standard.” The names of the reagent and standard are mentioned in
the text in the same paragraph.

2. Line 11. The company and city of production of spectronic 20 is Bausch and Lomb
and manufactured in United States of America. Also highlighted in yellow.



