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Title of the article:  

Comparison between ultrasonic pachymetry and the scheimpflug based pentacam 

for assessment of central corneal thickness in myopic persons of Indian Sikh origin. 

Abstract:  

Aims:  

To compare the central corneal thickness (CCT) measurements between ultrasound 

pachymetry and by the Scheimpflug based Pentacam in myopic persons of Indian Sikh 

origin. 

Methodology:  

In a prospective study, 100 eyes of 50 myopic persons of Indian Sikh origin (aged 16 

to 45 years) were subjected to CCT measurement with two methods ultrasonic pachymetry 

and Pentacam HR. Pentacam HR readings were recoded first. CCT readings obtained by 

both the methods were compared and analysed statistically using Independent t-test. 

Results:  

Mean pachymetry reading with Ultrasound pachymeter was 557.9±9.727 

micrometers and with Pentacam was 562.34±9.91 micrometers. The correlation coefficient 

(r) between measurements using both instruments was 0.974. There was a tendency of 

overestimation of CCT measurements with Pentacam with a statistically significant 

difference between both methods (P<0.001). However, the amount of overestimation seems 

to be of little clinical importance (4.44 µm). 

Conclusion:  

1. CCT measurements obtained with either the contact ultrasonic pachymeter or non 

contact Pentacam are close to each other with tendency of obtaining slightly higher 

readings with Pentacam. 
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2. Pentacam was more convenient to the patient with excellent agreement to the 

readings by ultrasonic pachymeter which is considered the gold standard method of 

CCT measurement. 
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1. Introduction 

Cornea is a transparent avascular tissue that measures 10-11 mm vertically and 11-12 

mm horizontally. Central corneal thickness is 540 µm thick centrally on average, and thicker 

towards the periphery. Cornea consists of following layers: non keratinized stratified 

squamous epithelium, bowman’s layer, stroma which makes 90% of corneal thickness, 

descemet;s membrane and endothelium. Measurement of the corneal thickness indirectly 

reflects endothelial function.  

Measurment of central corneal thickness (CCT) is performed for both diagnostic and 

therapeutic purposes. CCT allows determination of the amount of stromal ablation to 

minimize the risk of iatrogenic keratectasia in laser assissted in situ keratomileusis (LASIK) 

surgery.
[1,2,3]

 Analysis of corneal thickness in contact lens wearers is essential for monitoring 

any changes in the cornea. Knowledge of CCT is also necessary for accurate determination 

of intraocular pressure, because tonometer readings are dependent on corneal thickness to 

a certain degree. This has important implications in the management of glaucoma.[4] 

There are various ways of measuring corneal thickness. The most commonly used 

clinical method is ultrasound pachymetry (gold standard) and there are a number of 

published studies that address the reliability and repeatability of these measurement 

techniques.[5-15] The newer generation of ultrasonic pachymeters work by way of Corneal 

Waveform (CWF).  

Pentacam is the Gold Standard in Anterior Segment Tomography. Equipped with an 

automatically rotating Scheimpflug camera, the Pentacam performs a complete 

measurement of the anterior eye segment in less than 2 seconds during which 50 images 

with 500 true elevation points can be recorded. These data then provide the basis for a 
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three-dimensional model of the complete anterior eye segment. Automatic representation of 

corneal thickness in the centre of the pupil, corneal thickness in the apex, the thinnest point 

of the cornea, corneal volume, anterior chamber angle and volume are documented.[16] 

Although ultrasound-based systems offer the advantages of relative ease of use, they 

experience relatively high errors in measurements, possibly as a result of difficulties in 

centration and alignment. The need for topical anesthesia and contact of the probe with the 

cornea has led to the search for non-invasive alternative solutions without the risk of 

epithelial lesions and transmission of infection.  

The present study was conducted to compare the CCT readings of ultrasonic 

pachymeter and pentacam. 

2. Methodology 

50 myopic persons of Indian sikh origin were selected randomly and they were 

explained about the nature of the study and a written consent was obtained. All patients 

were subjected to complete ophthalmic examination including uncorrected visual acuity, 

refraction, detailed slit lamp examination, measurement of intraocular pressure and dilated 

fundus examination. Then the patients were subjected to CCT measurement with two 

methods- ultrasonic pachymetry and Pentacam HR.  

All myopic patients of Indian sikh origin irrespective of their myopic status who have 

not undergone any ophthalmic surgical procedure before were included in the study. The 

presence of any of the following disqualified the patient from inclusion in the study: 

- History of previous eye surgeries 

- History of trauma 

- Contact lens wear 

- Corneal pathologies that might influence corneal thickness or structure (like 

infection, encroached pterygium, dystrophy, ectasia etc.) 
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- Glaucoma, diabetes mellitus, or other acute or chronic diseases possibly 

affecting the corneal thickness 

- Inability to fixate on the target 

All measurements were performed in the undilated eyes. CCT was determined with 

two different modalities - with Pentacam HR and with ultrasonic pachymetry. Ultrasonic 

pachymetry measurements were scheduled after Pentacam measurements to avoid 

influence on the Pentacam readings as a result of corneal flattening. 

           In Pentacam HR the patient were seated with his or her chin on a chin rest and 

forehead against the forehead strap and asked to fixate straight ahead on a fixation target 

for the duration of the scan (2 seconds). The CCT measurements were recorded in the 

proforma. 

CCT was measured using a handheld ultrasonic pachymeter calibrated by the 

manufacturer. The cornea was anesthetized with topical anesthetic drops. The patient were 

brought into a face up supine position and asked to fixate a target on the ceiling. The 

pachymeter probe was brought in light contact with the cornea centrally and perpendicularly. 

CCT were recorded as the minimum of 3 individual acquisitions. 

Data of each patient were entered in the proforma. Measured values of the two 

devices were compared with each other and the result was analysed statistically. 

All the data were tested for normality before analysis. 

- The paired t-test was adopted. 

- The level of agreement was assessed using the correlation coefficient. 

- The mean of the two measurements was calculated and used for correlation. 
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3. Results and Discussion 

100 eyes of 50 myopic patients of Indian Sikh origin were studied. Out of the 50 

patients 37 were males and 13 were females. The age of subjects ranged from 16 to to 45 

years (average 31.2 ± 6.22 years). The mean refractive error was found to be 3.32±1.66 D. 

Mean pachymetry reading with Ultrasound pachymeter was 557.9 micrometers (SD 

9.727) and with Pentacam was 562.34 micrometers (SD 9.91). (Table 1) The mean 

difference of CCT measured with ultrasound pachymeter and Pentacam was found to be 

statistically significant as P value < 0.05. Pearson correlation coefficient showed good 

correlation between the instruments (r= 0.974). 

The comparison of mean CCT reading in ultrasound pachymeter and pentacam has 

been plotted graphically in graph 1. In graph 2 there is a scatter plot showing CCT readings 

in ultrasound pachymeter and pentacam. 

Many tools have been used in assessing central corneal thickness (CCT) including 

ultrasonic pachymetry,[5] contact and noncontact specular microscopy,[17,18] optical 

coherence tomography (OCT),[19] ultrasound biomicroscopy, slit-scanning corneal 

topography (orbscan),[6,20] confocal microscopy and the pentacam scheimpflug system.[14,21-

24] 

Contact Ultrasonic pachymetry is the most routinely used method for the 

measurement of CCT. There exists some degree of variability in intraoperator and 

interoperator reproducibility while recording measurements.[25-27] Findl O et al and Solomon 

OD  demonstrated that the variability in measurements in ultrasound pachymetry may be 

attributed to the following facts.[28,29] 

1. Placement of the probe on the corneal center is subjective and the perpendicularity 

of the probe with respect to the cornea is often difficult to ascertain. Operator-

dependent errors due to off-center placement of probe may cause thicker CCT 

measurements 
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2. Indentation of cornea may lead to slightly thinner CCT readings. 

3. Use of handheld probe can produce applanation force that can displace the 7 to 30 

µm thick tear film. 

4. The location where the ultrasonic probe is applied may vary in repeated 

measurements. 

So non-contact methods especially the Pentacam is a very good alternative. Pentacam 

is a Scheimpflug based system for imaging the cornea and   anterior segment of the eye. In 

Pentacam, there is a precise control of centralization. Pentacam demonstrated stable central 

and peripheral corneal thickness measurements. There is another camera in the pentacam 

system that repeatedly monitors minute eye movements during the rotational imaging 

process.[25] Furthermore, it may be uncomfortable for the patient and the risk of epithelial 

damage and cross-infection exists in ultrasonic pachymeter technique as it requires corneal 

contact.[30] That is why there is a growing interest of using the non-contact methods 

especially the Pentacam.[25] 

The findings of the present study indicated high correlations between CCT 

measurements of ultrasonic pachymeter and Pentacam with a Pearson correlation 

coefficient of 0.974. Several studies have investigated and confirmed the high correlation in 

CCT measurements made with contact (ultrasound pachymeter) and noncontact methods.
[31-

34]

 O’Donnell et al compared CCT measurements with ultrasound pachymeter and the 

Pentacam in normal corneas and reported high correlations between these two devices.[23] 

Barkana et al
[25] 

found very little difference between ultrasound and Pentacam readings of 

the CCT, and stated that Pentacam is a valuable diagnostic tool.  

Results of the study by Amano et al 
[35] 

also verified these findings. In the study, they
 

showed the CCT readings with Pentacam was comparable to that of ultrasound pachymeter. 

The measurements by the two instruments had significant linear correlation with one another 

with good repeatability. In the study, they found a mean CCT of 545±31.3 µm with the 
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ultrasonic pachymeter and 538±31.3 µm with the Pentacam in Japanese people. However, 

the CCT readings with Pentacam were lower than those with ultrasonic pachymeter which is 

not in agreement with our study. This could be the effect of sample size examined in the 

study. In our study we found a tendency of overestimation of CCT by pentacam, however the 

amount of overestimation was of little significance (4.44 micrometer). Al mazine HS et al[36] 

also demonstrated that the CCT measurements by the pentacam and ultrasound 

pachymetry are highly correlated. They found the mean CCT as 544.1± 35.4 micrometer 

with ultrasonic pachymetry and 552.4±37.0 micrometer with oculus pentacam in Saudi 

Arabia adults. Compared with ultrasonic pachymeter, pentacam overestimated the CCT by a 

mean of 8.2 micrometer in their study. In the present study the amount of overestimation of 

CCT by pentacam over ultrasonic pachymeter is 4.44 micrometer which is of little 

significance. 

The studies conducted by of Bedei A. et al and Huang et al demonstrated about 

repeatability of measurements of CCT in Pentacam.[37,38] Gunvant P et al showed the 

measurement of CCT using ultrasound pachymeter were repeatable and had excellent 

interobserver reliability. Measurement variation amounted to less than 0.2% assuming a 

mean CCT of 538 micrometer.[39] 

According to the study done by Hahn S et al[40], the mean (±SD) CCT was 546.9 ± 33.5 

µm among latinos. Older participants (≥70 years) had significantly thinner CCT compared 

with participants 40 to 49 years of age (P < 0.05). They showed that intraocular pressure is 

underestimated in eyes with thinner CCT and overestimated in eyes with thicker CCT. 

In a study Ortiz S et al demonstrated that there are no significant differences among low, 

moderate and extremely myopic eyes related to the CCT and PCT. Corneal thickness is very 

similar in myopic eyes with small differences that are not clinically relevant to myopic patient 

management.[41] The mean CCT thickness in Indian Sikh population was found to be 557.9 

micrometers (SD 9.727) with Ultrasound pachymeter and 562.34 micrometers (SD 9.91) with 
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Pentacam in the present study. However, sample size taken in the current study is quite 

small for accurate estimation of mean CCT in Indian Sikh population. Previous studies have 

demonstrated that CCT measurements are not affected by the myopic status of the person. 

There are reasonable data showing differences in CCT between various ethnic groups.[42,43] 

The mean CCT in our study was similar to that of 540.4±33.6 µm in Indians by Chua J et 

al and within the limits for mean CCT reported by other studies, ie, 520–579 µm. [44] The 

corneas of African Americans have been reported to be thinner and those of Caucasians 

and Mongoloids as thicker.[42-49] Thin corneas were identified in Mongoloids residing in 

Mongolia (504.5 µm) whereas Mongoloids living in Singapore and the People’s Republic of 

China had CCT values similar to those of Caucasians (541.2 µm and 556.2 µm, 

respectively).[42-45] 

Table 1: Total mean CCT reading in myopic patients with ultrasound pachymetry and 

pentacam. 

         

CCT (in µm) Ultrasound pachymeter Pentacam 

Mean (in µm) 557.9 562.34 

Standard daviation (SD in 

µm) 

9.727 9.91 

Maximum (in µm) 582 586 

Minimum (in µm) 541 546 

 

P value= 0.0016 (Highly significant) 

The mean and SD of CCT value (in micrometer) has been compared in ultrasound 

pachymeter and pentacam. 
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Figure 1: The mean CCT value (in micrometer) in ultrasound pachymeter and pentacam has 

been shown graphically. 

 

Figure 2: The CCT readings (in micrometer) in ultrasound pachymeter and pentacam have 

been shown in a scatter plot. 
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4. Conclusion: 

In conclusion, CCT measurements obtained with either the contact ultrasonic 

pachymeter or non contact Pentacam are close to each other with tendency of obtaining 

slightly higher readings with Pentacam. 

Consent: 

    All the patients have given their written consent to be included in the study and its 

publication. 

Ethical clearance: 

    All authors hereby declare that all experiments have been examined and approved by the 

appropriate ethics committee and have therefore been performed in accordance with the 

ethical standards laid down in the 1964 Declaration of Helsinki. 
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